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Subject Sound analyzer
NTi Audio, type XL2, S.-Nr. A2A-05850-E0
microphone with integrated preamplifier, NTi Audio, type
M4260, S.-Nr. 3284

Applicant NTi Audio
Im alten Riet 102
9494 Schaan

Requirements The listed components of the sound level meter were tested
according to the procedures laid out in IEC 61672-3:2006. The
acoustic tests were performed for two configurations:

e microphone mounted on sound level meter
e microphone connected by 5m-ASD extension cable

Confirmation The instrument fulfills the requirements according to
IEC 61672-3:2006. All measurement results were comprised
within the tolerance limits for instruments of class 2 as speci-
fied in the cited standard.

Based on the measurements performed no general conclusion about con- .
formance to the requirements of part 1 of the standard (IEC 61672-1:2002)
can be made since no evidence of pattem approval according to part 2
(IEC 61672-2:2003) was publicly available at the time of testing.

Date of calibration 09.11.2012

Marking Calibration label metas 11.2012

3003 Bern-Wabern, 12. November 2012
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